[Measurement of polymerization heat of the tissue adhesive Fimomed (alpha-n-butylcyanoacrylate) reduced in the GDR].
The authors describe a method for measurement of temperature that originates from the polymerisation of the adhesive Fimomed (alpha-n-butylcyanoacrylate). The intravascular application of the adhesive is taken as a basis of the measurement. This kind of application is applied by the authors for the closure of arterio venous fistulae. The measurement of the temperature with this method did not show both in the centre of polymerisation and in the surroundings any doubtful value if not more than 3 ml adhesive was applied. However the measurement of the temperature which originates from the polymerisation is recommended in all cases before any plane sticking is applied.